
     

Received by: ________________________  Date: ____________ Cust.PO:___________ 

CERTIFICATE OF CALIBRATION

Mfr:   Model:   SN:

Customer: ____________________________  ID#:_________

Date: _______  Due: _________  Temp: _____  R.H. _____
 

 
Received Condition: ______________________

Returned Condition: ______________________

Calibration Procedure: ____________________

     

(Calibration Standards / Equipment)
Manufacturer Model SN / ID#          Due

 ______________________   _______________   ______________   _____________
 ______________________   _______________   ______________   _____________

______________________   _______________   ______________   _____________

This “Certificate” shall not be reproduced except in full.
Airtech Compass Services, Inc. Certifies that this instrument meets or exceeds its published specifications and 
has been calibrated with test equipment whose accuracy’s are traceable to the National Institute of  Standards 
and Technology.  Airtech’s calibration procedures comply with ANSI/NCSL Z540-1-1994.

REPORT #: ________________         CERTIFIED  BY:________________________________

___________ _______________ __________
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1160 Brush Creek Rd., Argyle, TX 76226-1507       PHN: 940-380-8077       email: AirtechCompass@verizon.net

AIRTECH COMPASS SERVICES, INC.

Pg 1 of 5

Airtech

Apr/9/2015 Apr/30/2018

“In Tolerance”
Found all lines +29 minutes (allowable +/-30)

“In Tolerance”

Sperry Mc2

152085

Apr/10/2015   Vbl-T Mensonideemailed to Tim Mensonide

U7098049 set 5/31/2015

FAA AC-150/5300 spec.

(Max Allowable deviation error  +/- 30 minutes, noted this pad +/- 6)
(Max error between any 2-points  = 30 minutes, noted this pad 12)

o64  f 48%
Wind

NE 9mph

CCP-Rose - 100Ft

AWO (Arlington, Wa)

N/A

N/A



Customer: _____________________
       

Location:______________________
   

Lat:    ____________________
   

Lon: ____________________
   

Changes:____________
Decl:____________
Elev:____________

_100_Ft.

Compass Rose Layout
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1160 Brush Creek Rd., Argyle, TX 76226-1507       PHN: 940-380-8077       email: AirtechCompass@verizon.net

AIRTECH COMPASS SERVICES, INC.

Cal ________
Due________
   

By A.C.S.

Pg 2 of 5

AWO, Arlington Muni.

AWO, Arlington, WA

N 48 deg 9.75 min

W 122 deg 10.07min

132 ft.

16 deg 13.2 min E

-09 minutes/yr

4/09/2015

4/30/2018



_100_Ft.

Customer: _____________________
       

Location:______________________
       

Date:__________________________

Note: Deviation errors recorded in +/- minutes from center
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Deviation Errors Chart
AWO, Arlington Muni.

AWO, Arlington, WA

Apr/09/2015
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AIRTECH COMPASS SERVICES, INC.

Site Data
&

Other information
    

Declination:___________ Annual Chng: _____________ Elevation: __________
   

 Latitude: __________________ 
    

Longitude: ___________________
    

    Field Strength milli-gauss: ___________________
   

Test Pattern: ____________ # of Grid Test Pts: ____________
   

Hor. Transit Ht: _________ Ramp type const: ___________________________
   

( All horizontal grid points must be taken at the same transit height to determine horizontal “Deviation Chart”.
   

Type:_________, Line Width:________,Beads:________, Hdg#s:________Painted by ACS: _______
   

Notes or Restrictions: _____________________________________________________________________
_______________________________________________________________________________________
_______________________________________________________________________________________
_______________________________________________________________________________________

   

Magnetic Horizontal Gradient:_
        

Max. Change from Center: +/- ________  minutes of Deviation Change
   

Observed Daily Variation: +/- ________  minutes of Deviation Change
   

Actual Line readings ea. Radial: +/- ________ (Avg. Daily) minutes 

Magnetic Vertical Gradient: 
     

Center of Compass Rose: (Change per 4 ft vertical height)                          .
   

+/- ________  minutes of Deviation Change
    

+/- ________  Field Strength Change
    

     Perimeter of Compass Rose: +/- ________  minutes of max deviation
    

+/- ________  Field Strength Change

New T.B. Reference:   Brg ______________  Edge  ____  Description  __________________________________ 
Alt.  T.B. Reference:   Brg ______________  Edge  ____  Description  __________________________________
 Alt.  T.B. Reference:   Brg ______________  Edge  ____  Description  ________________________________

N

N
W

W

S

SE

E

N
E

Pg 4 of 5

1160 Brush Creek Rd., Argyle, TX 76226-1507       PHN: 940-380-8077       email: AirtechCompass@verizon.net

o 
16 13.2’  E -09 minutes

Polar

5.5 ft.

CCP-Rose

No restrictions, OK for all aircraft types.

4”
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6

0

0

o
107  08’ Airport Red Bcn

 Anenometer Pole
 

o
109  05’ 

 

2

Ctr
Rt 
 

24mg

1mg

(Set to 0’ @ 12 noon)

N Y12

Asphalt 

73

132 ft.

N 48 deg 09.75 min

W 122 deg 10.07 

649.5 milli-gauss
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Location of Compass Rose Pad: 
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